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I. INTRODUCTION

A. Background

The probability that a decompressed subject will develop bends is thought to be
related to the number of circulating bubbles. The quantity of bubbles Is crudely estimated by
a grading system developed by Newman, Hall and Lindaweaver'. Grade I represents a very few
isolated bubble while grade IV. the maximum, represent3 continuously flowing bubbles. However
the presence of intravascular bubbles (even grade IV) does not necessarily mean that bends
will occur. An accurate prediction of bends would be useful in military and space operations
as a warning device to crew members. In addition, laboratory research into bends would be
less hazardous with an adequate prediction device.

In recent years, several investigators have considered methods to predict the
onset of decompression sickness (DCS), sometimes called bends, by identifying the presence of
"gas bubbles" in venous blood using the techniques of Doppler ultrasonicsa. An UTltrasonic-
Doppler Erecordial Bubble Detector (UPBD), which is a modification of a Doppler Transcutaneous
Blood Velocity Sensor, detects bubbles within the vascular system2 . False alarms,
particularly false positives, have caused concern regarding the value of the UPBD tool in
determining the onset of DCS.2

The UPBD device has been found valuable in detecting the circulating bubbles
that precede bends in hyperbaric decompressions. In subjects exposed to altitude
decompressions, two problems have developed. The first is the one mentioned previously
wherein false positives are occasionally found resulting from the presence of large numbers of
bubbles in the blood which do not produce DCS. The second problem, of particular interest to
altitude decompression is the lead time between the detection of bubbles to the development of
DCS. It is important to warn of incipient bends soon enough before DCS develops.2

To better understand the onset and severity of DCS, additional information
would be helpful. What is needed is to determine not only the concentration, in situ, in the
Joints but also where bubbles are formed. Are the bubbles formed in the Joint capsule?; in
the tendon sheath?; in the muscle bed?; or in other extravascular tissue? It is theorized
that these bubbles form where the shear force is maximum in the fluid involved.""

B. Basic Measurement Method

Based upon the techniques and experience in magnetic resonance gained by SwRI
personnel over the last 35 years, it was proposed that nuclear magnetic resonance be
Investigated as a means for providing answers to these questions and that the possibility of
developing an NMR instrument be considered which can detect, in situ, the onset and
concentration of bubbles.

A nuclear magnetic resonance (NMR) instrument give signal voltages which are
proportional to the number of nuclei being resonated in a fixed magnetic field and to the
effects of the surroundings of the nuclei being measured. When exposed to an appropriate
radiofrequency electromagnetic field, the resonating nuclei absorb energy and are no longer in
equilibrium with the surroundings. This energy is exponentially lost to the surroundings by
two mechanisms; one between neighboring resonating nuclei and the second between the
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resonating nuclei and the rest of the surroundings. The first, called the spin-spin
relaxation mechanism, has a time constant labelled T. The second, called the spin-lattice
relaxation mechanism, has a time constant labelled T 2 The values of T and T for liquids
are directly proportional to the fluid viscosity, inversely proportional to the ?emperature
and inversely proportional to the concentrations of paramagnetic ions such as Fe and
paranagnetic gases such as oxygen. Therefore, the values for the relaxation times T and T
should be different for body fluids with oxygen, without oxygen, and with high concentrations
of nitrogen.10,11

To allow the potential of NMR to be explored for this application, it was
therefore proposed that a project be undertaken to determine the feasibility of using
magnetic resonance techniques to measure the concentration of decompression bubbles through
their effect on the relaxation times T and T of the hydrogen in the fluid or tissue in which
they are contained. It was expected 2 that favorable results from this feasibility
investigation will provide the basis for further programs which will include the development
of special magnetic resonance equipment for making measurements of the bubble concentration
in the joints, tissue or blood of persons in pressure and altitude chambers. The proposal for
the above feasibility project was submitted and accepted. The following sections give a
summary of accomplishments, the objectives, the technical discussion, the experimental
results, the basic equipment design concepts, the conclusions,and the recommendations.
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II. SUMMARY OF ACCOMPLISHMENTS

The program was proposed in three tasks: (1) Modify the laboratory NMR equipment at
SwRI and construct the bubble generator, (2) Make NMR measurements (T and T ) on blood
samples both with and without bubbles of oxygen, air, and nitrogen, and (3t make a magnetic
resonance image of a knee and determine the relaxation times (T and T) in the synovial
fluid. I

The bubble generator in Figure 14 was constructed and tested successfully. The NMR
detection head (RF detection coil and tuning capacitor) was modified to accept the bubble
generator and useful NMR signals from blood were obtained. Blood samples were procured and
NMR measurements were made on 26 samples, each prepared in a different way. For 18 of the
samples, values of T and T were determined; for 7 of the samples, only T values were

22
derived: for one sample of oxygenated blood, only the value of T was measured. In all of the
samples, only one value of T was obtained and the mean value for T for all blood samples was
180 milliseconds with a standard deviation of 58 milliseconds and a rangc of 70 to 385
milliseconds. All of the blood samples had two values of T. The degassed plasma and the
water samples had one value of T and one value of T. The values of T varied with percent
oxyhemoglobin while T did not. 2 The value of T is longest in oxygeAated blood, slightly
lower for blood with stationary oxygen bubbles, lower still for venous blood, and lowest for
blood with nitrogen. The use of nitrogen bubbles causes the value of T to be slightly higher
than for blood tonometered with nitrogen. The values of T are higher wlhen the bubbles in the
blood are flowing than when they are stationary. From t'hese results, it is concluded that it
is feasible that NMR measurements of T in blood can be used to distinguish oxygenated blood
from nitrated blood both without and with the gases in bubbles.

The magnetic resonance image (MRI) of the knee was made at a local hospital and the
images were processed to obtain the values of T and T in the synovial fluid. Only one value

I
of T and one value of T were measured. No source of lynovial fluid was found outside of the

2

bodk so that no NMR measurements were made with bubbles of gas in the synovial fluid. It is
concluded from the MRI information that in-vivo NMR measurements can be readily made using a
U-shaped magnet with an RF detection coil on the skin at a position so that the radiofrequency
magnetic field of the RF detection coil has the desired values of frequency and intensity in
the sac containing the synovial fluid. Thus it can be concluded that it is feasible to make
in-vivo NMR measurements of the value of T in the synovial fluids in the knee.

It is recommended that a 6-task follow-on program be undertaken to quantify the values
of blood oxygenation and other blood characteristics so that graphs can be made of the NMR
signal level as a function of percent oxygenation in blood, synovial fluid, and tissue. A
brief description of these six tasks is included at the end of the report.
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iII. OBJECTIVES AND PROPOSED PROGRAM

A. Objective

The overall objective of the proposed program is to investigate experimentally
the feasibility of the use of nuclear magnetic resonance for the detection of bubble formation
in human joints using in vitro models to produce bubbles and examine the detection,
quantification and sizing of bubbles.

B. Proposed Program

The proposed program is composed of three tasks a described in the following
paragraphs.

1. Task A

The first task is to establish the means with which small bubbles of air
can be generated in and removed from liquid samples located within the measurement region of
an SwRI laboratory hydrogen transient NMR instrument. Once the means has been chosen, it will
be implemented and the required RF detection coil will be designed and constructed. The NMR
sensor (RF Coil and Magnet) will be connected to an existing SwRI laboratory NMR apparatus.
The system will be configured to acquire and store the NMR data needed to calculate the values
of T and T for each sample studied.

1 2

2. Task B

Using the NMR device modified and configured as in Task A, hydrogen
transient NMR measurements will be made first on pure water from which the air and/or oxygen
have been removed. The resulting data will be used to determine the values of the relaxation
times T and T for this pure water. Bubbles of oxygen, natural air, artificial air and
nitrogen will then be generated in the pure water. The hydrogen transient NMR measurements
will be repeated and the relaxation times T and T calculated for the included-bubble
conditions. Similar NMR measurements and T land T ceterminations will then be made (both
with and without bubbles of oxygen and nitrogen using blood serum, synovial fluid, and whole
blood.

3. Task C

Using the NMR Imaging device at Southwest Methodist Hospital, an NMR
image will be made on one knee of one volunteer supplied by the sponsor. The position of the
image slice will be chosen to display the maximum of the joint fluid. If possible at that
state of the development of the work at the Methodist Hospital, values of T and T , will also
be determine at a selected point in the fluid. 2

4. Task D

The results from the above three tasks will be summarized in a final
report and used in the proposal for the follow-on effort.



IV. TECHNICAL DISCUSSION

The effort proposed for this project is based upon the use of hydrogen transient NMR

to sense the changes in the hydrogen NMR relaxation times (T and T ) of body fluids (blood

and synovial) caused bv the presence in these fluids of bubbles 0f paramagnetic gases such as

oxygen or air and non-paramagnetic gases such as nitrogen. As will be shown later in this

discussion, the presence of paramagnetic ions such as e will drastically reduce the

magnitude of'T and T ibr the hydrogen nuclei in water. For dissolved oxygen in water, the

values of T and T aie reduced a lesser value. The evidence of relaxation Lime changes

caused by gas bubbles has been studied much less than dissolved oxygen and paramagnetic Ions

and is the work proposed herein. Related topics briefly discussed in the following

paragraphs, Include (1) the phenomenon of NMR, (2) relaxation phenomena in NMR (3) the effects

on NMR relaxation times of dissolved oxygen, nitrogen, and paramagnetic ions, (4) the NMR

instrumentation experience at SwRI which can be used for development, when feasibility is

assured, of instrumentation to make bubble concentration measurements in the blood and joints

of persons in pressure and/or altitude chambers, and (5) the work already accomplished in

detecting bubbles In blood.

A. The NMR Phenomena

Nuclear Magnetic Resonance (NMR) involves the resonant absorption by nuclei
located in a pair of quadrature magnetic fields"2 : one fixed field, H , and the other a
radiofrequency (RF) field, 2H Cos2nf t. The fixed field H cause the nuclei to be in the
state to absorb energy from he RE °magnetic field and permit qualitative and quantitative

analysis when the RF frequency, f, Is made equa! to the product of the constant -1 (for the
selected nucleus) multiplied time's the strength of the fixed magnetic field, H . The
constant, -, for hydrogen nuclei is 4258 Hertz per Gauss. Qualitative analysis comes by
choosing the ratio H /f for the particular nuclei desired to be resonated.1,2

0 0

The rate at which energy is absorbed by the nuclei, is directly proportional to
the number of absorbing nuclei contained within the volume of material sampled 1)v the PF
detection coil used to produce the RF field, H. This gives quantitative analysis. "IThus,
NMR gives a voltage proportional to the number'of resonating nuclei in the sampled volume af

material.
When nuclei absorb energy, the equilibrium between the nuclei and their

surroundings is changed which causes the absorbed energy to be exchanaed exponentially with
the surroundings by two mechanisms.' 4 One with a time constant of T involves the exchange
between neighboring resonating nuclei i.e., nuclei of the same isotope. The second with a
time constant T is for the exchange between resonating nuclei and the rest of their
surroundings. The time constant T is called the spin-spin relaxation time, while the time
constant T is called the spin-lattic e relaxation time. A more complete discussion of the
NMR phenomenon is given in references (1) and (2).

B. NMR Effects of Viscosity

For a first approximation of T and T, it is assumed that everything In the
material is fixed and that the relative position coordinates describing the location are
constants for the nuclei and the lattice. In reality, however, the position coordinates
themselves are functions of time. In liquids, the Brownian motion is described by a
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correlion time -t , which is the time that it takes a molecule in an electric field to rotate

over such an angle that the relative positions of the nuclei with respect to the external
fi,,d have changed appreciably. In the calculation of this change, the rotation is separated

irom the translation. Thus, the spin-lattice relaxation time, T, is calculated from two
separate calculation (1 /T) which is the part due to rotation, 'and (1/T I which isI rOs, 4 trans.

the translation part. The spin-lattice relaxation time comes from 4

T (T rot. (T) trans. (3)
1 1 1

For water, Bloembergen 7 has calculated the rotational component to be

(T) rot. Q9(4)

where -t is the gyromagnetic ratio for the nuclei involved, b is the distance between
neighboring nuclei of the same isotope, and -T is the correlation time as described above. It
was further shown that

S= 4 -c n aa/kT (5)

where Tj is the viscosity of the liquid, a is the diameter of the molecule containing the
nuclei, k is Boltzmann's constant, h is Plank's constant, and T is the temperature on the
absolute (Kelvin) scale. Therefore, because the correlation time is directly proportional to
the viscosity , the value of (T) is then inversely proportional to viscosity in liquids.7trt

For water, Bloembergen also calcMted that the translational component is

_I = 0.9 2- h 2  IN/27kT.

(T) trans. (6)
I

Again. the value of (T) varies inversely with the viscosity.

As a test of the above inverse dependence of T on viscosity, Bloembergen 7

measured the value of T for hydrocarbon liquids having viscosity ranging from 0.48 to 260
centipoise. In the graph of the resultant data, Figure 1, the inverse dependence of T
upon viscosity is readily observed.

The theory developed by Bloembergen4 and Casper s showed that when the motions
were the vibrations of solids, then the value of T varied directly as the value of the
correlation time r . Some measurements were made on' ice as the correlation time was altered
by varying the terhperature. The results are shown in graphical form in Figure 2. The direct
variation of T with the (Debye) correlation time T is very evident in Figure 2.

1 C
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Bloembergen has drawn a grapn. reproauced as Figure 3. wnich represents how T
-and T vary with the correlation time t . Below a certain value of T . both T and T are

C 2"

inversely proportional to r and thus to viscosity since c and viscosity are directly related.

Above this critical point, Tc becomes directly dependent upon -c while T remains inversely

dependent until T reachestan asymptotic value. Thus, it appeafs from F~gures 1. 2, and 3.
that the value o? the viscosity of liquids. plastics. and solids could be determined from
measurements of both T and T.

1 2

The above description of relaxation time considered only pure materials. When
different liquids are mixed or when liquids are absorbed or adsorbed by solids, then a
different description of relaxation time must be considered. The Zimmerman Brittin model for
impure materials is a stochastic one which states, in its most general form, that the
absorbing nuclei can be considered as a spin system composed of a finite number of phases with
each phase characterized by a single relaxation time. There is an exchange of spins among the
various phases which can be described by means of a stationary Markoff process. This leads
to a very complex result which does not lend itself to analytical solution. However, there
igure 1 are two asymptotic expressions which can give analytical solutions. These are for the
conditions, (a) where there is a very slow exchange relative to the relaxation times involved,
and (b) where there is a very rapid exchange relative to the relaxation times involved.

For the rapid exchange condition, there will be one value of either T or T1 2

which is a composite of the separate decay rates for the components comprising the material.
For example, if there are two components each with a different relaxation decay rate (T and
T for example), then the transient NMR signal voltage decays at a single-exponentia rate
(7f) which is given by

2

P P
vf = Voexp where = I + 2

2 2 21 22 (7)

In Equation (7), P is the fraction of the absorbing nuclei in the first phase with a
relaxation time valu'e of T : P is the fraction In the second phase with T , and V is the

21 2value of v at t = o. The concentrations of the two components can be determined from tlfe NMR
measurements if the values of T and T are known for each component separately since P +
P =1. 21 1

2 For the slow-exchange situation, two or more widely-separated values of
relaxation time can exist, one for each component. The NMR signal voltage for a two-
component, slow-exchange condition is,

v =V exp. Z + V exp
ST 2 (8)

where T and T are the spin-spin relaxation times for the two constituents and V and V
2'2

are proportional to the concentrations of these constituents in the sample at t = 0. I'n many
materials, such as water in plants, the values of T and T are sufficiently different for

21 2the two constituents so that NMR measurements provide an accurate quantitative measure of the
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concentrations of each component.

Experience at SwRI over the last 35 years has shown that water in plants and
seeds is usually held in two or more discrete binding states. There is a rapid exchange
between the hydrogen in the water of each binding level of water on substrate. Each rapid
exchange system gives a different value of T from equation (7). Thus. there will be two
values of T for water in two binding phases.T and T . If there is hydrogen also in the
substrate, it will have a relaxation time. T . 1ifflerent from those of the water binding23

phases. Therefore, the NMR signal for this three-phase condition will be

v =V exp VexpF_:i + V(9)
21 22 23(9)

When these values are sufficiently different one from the other, then the concentrations of
each water phase can be obtained from

Percent Water in First Phase = V
V V x + V (10)

L 2 3

kV
Percent Water in Second Phase k + +V (11)

1 2 3

The percentage of total water can be obtained by adding Equations (10) and (11). The
constants k and k are needed to convert the voltage ratios to weight percent water.

1 2

When the two parts of some epoxies are first mixed the NMR signal will show two
distinct relaxation times. After a short period when the two parts start to mix or
chemically interact, the two values will change to one value. This one value of the
relaxation time, T, will decrease as the epoxy cures, arriving at a relatively low value when
the epoxy is fully cured. The value of T for the two components will first decrease in value
and then increase in value according to Figure 3. The values of T and T can therefore
describe the state of the cure.

C. The Effects of Paramagnetic Ions and Gases

For pure water at room temperature4 , the relaxation times T and T are
essentially equal to 2.8 seconds due solely to the interaction between the hydrogen nuiclei.
When a paramagnetic solute is added to water, the relaxation times T and T are considerably
shortened. The presence of paramagnetic ions such as Fe.4 in the water fromIthe paramagnetic
solute increases the coupling between the resonating nuclei (hydrogen nuclei in water) and
thus reduces the relaxation times. The equation for 1/T is then4

0O91t nhg N T/1TT p :fl ion (2
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where 4 is the magnetic moment for the paramagnetic ion. N is the number of ions per cm3

and y i~ lthe magnetic moment for the hydrogen nucleus, a proton. The value of u" is about'ft

a mift on times larger than -y arid a small concentration of paramagnetic ions causes tile

relaxation times to be considerably shortened. For example. 10' noles per liter of Mn++
ions in water reduces T from 3.6 seconds to 0. 1 seconds.

2

The influence of oxygen gas dissolved in water is less than that of dissolved

paramagnetic ions because the oxygen is not highly soluble in water. The maximum

concentration of dissolved Oxygen in water at room temperature and a pressure of 0.18
atmospheres is around 1.5 x 10 molecules/cm3 . This concentration of the paramagnetic gas
Oxygen reduces the relaxation time for water from 2.8 to 2.5 seconds .

Measurements have also been made on the effect of dissolved oxygen
concentration on the relaxation times of not only water but also ethyl alcohol and benzene.
The graph of 1/T as a function of the concentration of dissolved oxygen molecules in water,
ethyl alcohol and benzene is given in Figure 4.

With the brief library search undertaken to write the proposal, one reference7

was found in which NMR relaxation times were measured in whole blood and blood plasma. The
authors oxygenated the samples by bubbling moist air through the sample Ibr at least 20
minutes. The samples were deoxygenated by bubbling nitrogen. the values of relaxation time
T obtained for venous blood (deoxygenated) Is 0.599 seconds at an NMR frequency of 6 MHz
(1'410 Gauss). Oxygenated blood had aT value of 0.559 seconds. The deoxygenated plasma had
a T value of 1.171 seconds while the oxygenated plasma had a T value of 1.098 seconds.
Some blood from a blood bank gave a T of 0.744 seconds.

D. NR Instrumentation

The manner in which the nuclear magnetic resonance signal is usually obtained
is shown in Figure 5, where the steady magnetic field of strength H is supplied by the magnet
and the RF magnetic fleld, of strength H and frequency f. is supplied by the radiofrequency
coll. When the ratio of f /H is set to the hydrogen value f 4.258 MHz per Gauss. and when
the direction of H is perpefidicular to H. as shown in Figure 5. then a transient hydrogen
NMR signal can be obtained from all of the hydrogen nuclei in the effective volume of the
radiofrequency coil.

These same resonance conditions, however, can be obtained outside of the magnet
and outside of the RF coil as shown in Figure 6. In the sensitive region the ratio of f /H
and the perpendicular field conditions are satisfied so that NMR signals can be obtained fronA
hydrogen nuclei in the sensitive volume. As the strength of the magnetic field. H , is
increased, the position of the sensitive volume will move further away from the magnet: ag the
field is decreased, the sensitive volume moves closer. With this method the hydrogen
transient NMR signal can be obtained from a selected sensitive volume of material lying
outside the detection probe. The sensitive region in Figure 6 can be scanned through the
thickness of the material by proper choice of the field intensity. This type of detection
head can be mounted below a moving belt as shown in Figure 7 to measure the concentration of
the resonated nuclei in the material carried on the belt and the position of the sensitive
volume can be adjusted by changing the strength of the magnetic field.
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The thickness and the snape of the sensitive region is controlled by the magnet
inhomogeneity, the shape of the magnetic field, and the width of the NMR absorption curve.
Sensitive volume thicknesses in the range of 1/16" to 1/4" can be readily obtained from an NMR
detection head of the type shown in Figure 6.

Greater sensitivity can be achieved when the sample fills the magnet volume, as
shown in Figure 5. The largest magnet-RF coil sampling volume developed to date at SwRI Is
one that is 1T' high, 24" wide and 30" deep, but this IS not a limit. Such a magnet and RF
coil system, for example, can make NMR measurements in materials in 100 lb. sacks, on 24"
wide V-belts and in pipes up to 14" O.D. The water concentration can be determined in
appropriate materials which are contained in or carried by non-conductive and non-metallic
conveyor belts or in pipes. Where NMR is to be applied to materials carried in metallic
pipes, it is necessary to insert a non-conductive and non-metallic section at the NMR
detection head shown in Figure 6.

Small detection heads can be designed to be buried in the material to be
measured. For example, a 3" x 2" x 2" magnet-coil confIguration like that in Figure 5 has
been used to permanently monitor soil moisture under highway pavement. It could be buried in
piles of materials to measure the concentration of specific nuclei, that is, water in grain by
using hydrogen nuclei.

A block diagram of the electronic system generally associated with an NMR
instrument is shown in Figure 8. Signals from the computer control the Magnet Current
Programmer, the Digitizers and Memories in channels 1 and 2, the RF switch and the pulse
programmer. The pulse sequences chosen by the computer controls operation of the RF switch
and the two digitizers. The RF switch controls operation of the transmitter, receiver, and
quadrature detector. The RF pulses from the transmitter are fed through the transmit side of
the TR network to the RF detection coil in the magnetic field. The NMR signal comes from the
RF detection coil through the receiver side of the TR network to the receiver where it is
amplified and detected in the quadrature detector. The quadrature detector output has two
components: in-phase and quadrature-phase. The in-phase component goes to the digitizer and
memory in channel 1 and the quadrature-phase component goes to the digitizer and memory in
channel 2. When the computer reaches the computation part of the program, it calculates the
NMR signals as the square root of the sum of the squares of the channel 1 and channel 2
components and stores the resulting NMR signal in memory.

The system in Figure 8 is based on the use of a personal type computer, like
the IBM PC, for control of the data acquisition, the signal processing and the signal storage.
The block diagram of the computer interface is also shown in Figure 8. When instructed to
start, through the keyboard or from an external start pulse, the computer program controls the
NMR equipment through the selected sequences, receives the acquired data and stores it. The
stored data can be used for further calculation as desired.

The electronics for NMR instrumentation is packaged in a way suitable to the
application. One typical package, shown In Figure 9, Is an NMR moisture meter for composite
materials (plastic laminate samples) developed for the Army Materials and Mechanics Research
Center . In the photo, the upper part of the instrument contains the pulse programmer, the RF
switch, the digitizers and memories for channels 1 and 2. and the magnet current programmer.
The middle chassis contains the transmitter, the receiver and RF gate, the TR network and the



18

TUNING
CAPACITOR TR NETWORK

TRANSMIXTCOTER ITRAC

F CIUL 8 -BOK DAR M O H O PNNS O O PIE

COTOLE NUCILEARY MAGNTIC RESONATCE DVC
CAPALE F DTERINIG TE W TE AT O NC

ELECTRTRATIOT + MIN MAGNTEIS



19

NUR MEASUREMENT SYSTEM

LI-
LI-
0

Figure 9. Example of the Electronics Package Which May Be Used
f or the NMR Device to Measure the Concentration of
Water and Menthol in Tobacco.



20

quadrature detector. The bottom chassis contains the power supplies and the output
connections to an osciiloscope. Since the electronics in Figure 9 is for an NMR device which
uses a permanent magnet, no magnet power supply is needed.

E. Previous Measurements of Bubbles of Blood

The orobability that a decompressed subject will develop bends is thought to be
related to the number of circulating bubbles. The quantity of bubbles is crudely estimated by
a grading system developed by Neuman, Hall, and Lindaweaver " . Grade I represents i very few
isolated bubbles while grade IV, the maximum, represents continuously flowing bubbles.
However, the presence of intravascular bubbles (even grade IV) does not necessarily mean that
bends will occur". An accurate prediction of bends would be useful in military and space
operations as a warning device to crew members. In addition, laboratory research into bends
would be less hazardous with an adequate prediction device.

In recent years. several investigators have considered methods to predict the
onset of decompression sickness (DCS), sometimes called bends, by identifying the presence of
"gas bubbles in venous blood using the techniques of Doppler ultrasonics . An Ultrasonic-

D.oppler Precordial Bubble Detector (UPBDI, which is a modi' icauon oi " Doppler Transcutaneous
Blood Velocity Sensor, detects bubbles within the vascular system". False alarms,
particularly false positives, have caused concern regarding the value of the UPBD tool in
determining the onset of DCS 9 .

The UPBD uses a transducer which consists of two piezoelectric crystals mounted
in plastic such that when electronically excited, the ultrasonic beams cross at a distance of
5 cm in front of the transducer. One crystal is driven by the transmitter and the other gives
a voltage, proportional to the received ultrasonic signal, to the receiver. For bubble
detection, the transducer is placed on the chest along the sternum at the third or fourth
intercostal space on the left. The ultrasound waves from the transmitter-fed crystal pass
into the chest where they strike the blood column in the pulmonary orthoprecordium of the
heart and are reflected into the receiver crystal. The signal voltage from the receiver
crystal is amplified by the receiver and compared in frequency with the voltage fed to the
transmitter crystal. Any frequency difference is proportional to the Doppler frequency which
is in turn proportional to the velocity of the blood in the pulmonary artery. The presence of
bubbles is detected by the distinctive sound they produce in the flow signal".

The UPBD device has been found valuable in detecting the circulating bubbles
that precede bends in hyperbaric decompressions. In subjects exposed to altitude
decompressions, two problems have developed. The first is the one mentioned previously
wherein false positives are occasionally found resulting from the presence of large ambers of
bubbles in the blood which do not produce DCS. The second problem, of particular interest to
altitude decompression is the lead time between the detection of bubbles to the development of
DCS. ft is important to warn of incipient bends soon enough before DCS development " .

F. Blood Oxygenation Measurements in the Literature

The first part of the program was a literature search on nuclear magnetic
resonance (NMR) measurements in blood. Two papers' "  were found on the determination of T
(the spin-spin relaxation time) In the water in blood. It was found that T is linearl¢

2
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related over a large range to the blood oxygenation iii iorcelit oxvnciiiogiobii as shown in
Figure 10. It was further stated that the vlue ul T ,Jpin-ILattiCe iclaxation timel is
independent of oxygenation. A ,k change in the composition oi inhaled igases Itro 50% oxygen to
10% oxvgen in normai blood without nitrogen reduced the value ol T ;'r arterial blood by half
or from 165 milliseconds to 80 milliseconds. corresponoing to a decrease in blood oxygen
content of about 45%. The high value of ' and hence the high blood oxygenation was restored
in a snort time by reverting from the 10% 'to the 50% oxygen inhaled gas. It has not yet been
determined what effect a small concentration ol oxygen ilas in the presence of a high
concentration of nitrogen.

The second paper also describes a hydrogen NMR technique by which the blood
oxygenation in percent oxyhemoglobin can be determined. The inhaled gas composition was
changed to vary the percent oxyhemoglobin so that changes in 'T can be determined. The
inhaled gas composition was changed to vary the percent oxyhemogiobin from 10 to 99 percent
which caused the value of T to vary from 20 milliseconds to 140 milliseconds. When the
inhaled gas was changed from a very low to a high percentage oxygen, the percent oxyhemoglobin
reached a maximum in about 250 milliseconds.

The above two references have shown that the blood oxygenation in percent
oxyhemoglobin can be measured in vitro with nuclear magnetic resonance techniques. They do
not, however, indicate the NMR instrumentation which could be used to perform these
measurements in vivo. The nearly 35 years experience at SwRI in the development of
specialized NMR instruments has led us to the belief that at least three devices using NMR
techniques can be used to determine, in vivo, in arterial or venous blood, the value of the T

2for the hydrogen in the water in the blood. When the value of T is entered into a
calibration curve similar to Figure 10, the percent oxyhemoglobin can d~e obtained. Three
different configurations of NMR instrumentation can be envisioned for determining the blood
oxyhemoglobin.

The first manifestation is in Figure 11. The blood vessel in which the NMR
measurements are to be made is inserted into a large magnetic field. As shown in Figure 11,
an artery or a vein can be measured when the arm is shown inserted into the magnetic field.
The RF detection coil should be placed perpendicular to the steady magnetic field from the
magnet to obtain the greatest sensitivity. With this arrangement, the spin-spin relaxation
time (T) of the water in the blood can be determined from the NMR data and converted into
percent oxyhemoglobin using a calibration curve similar to Figure 10.

The second manifestation is sketched in Figure 12. Here, a portable NMR
detection head (magnet plus RF detection coil) is placed over a blood vessel In the arm or
other place on the person. The magnetic field of the U-shaped magnet in the blood vessel
should be horizontal and the radiofrequency magnetic field from the RE detection coil should
be vertical in the blood vessel to obtain the best sensitivity. With the configuration in
Figure 12, the value of T (spin-spin relaxation time) for the water in the blood in the vein

2or artery can be measured. Again, this value of T can be converted into percent
oxyhemoglobin using a calibration curve similar to Figure 10.

The third configuration is sketched in Figure 13. The two short, cylindrical
magnets are placed opposite each other on opposite sides of an earlobe or a finger. The
direction of the steady magnetic field is from one cylindrical magnet to the opposite
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cylindrical magnet. The radlofrequency magnetic field 2H from the two RF coils must be
perpendicular to the steady field from the magnets and this Can be accomplished by using the

bent-head or the surface coil in Figure 11. These types of RF coil are very often used for

NMR. With this type of detection head, capillary blood can be measured as well as the

arterial or venous blood, In this case, the hydrogen NMR signal from the surrounding tissue

should be subtracted from the NMR signal of the tissue plus the blood so that the value of T
in the blood can be determined and converted to percent oxyhemoglobin.
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V. EXPERIMENTAL PROCEDURES AND RESULTS

A. Performance

The work was performed in four tasks: (1 construction and test of the bubble
generator and the NMR detection head (Magnet plus RF coil) to hold the gas bubbles in the
blood: (2) hydrogen transient NMR measurements on blood, blood serum, or blood plasma. plus
the analysis of the data to determine the values of T and T ; (3) obtain an NMR image of the
knee so that the values of T and T of the synovial hluid can be measured: and (4) produce a
final report. The work accomplisled in each of these four tasks will be described in the
following sections.

B. Bubble Generator and NMR Detection Head

In order to make NMR measurements on blood with bubbles of oxygen or nitrogen
it is necessary to hold the bubbles motionless for the time required to obtain the transient
NMR data from which the values of T and T can be determined. Around one hour was required
to take all of the transient NMR da~ta neeAed to calculate the values of T and T. This no-
flow condition is needed only for these experiments not for the mn-vlvo mea2surements
therefore, the bubble generator had to hold the bubbles relatively fixed inside the detection
coil for one hour for the no-flow condition. The no-flow condition had to be used to measure
the reference values of T and T for the no-flow condition. To retain the bubbles for an
hour in the blood, some nmeans ofitrapping them had to be used. Thus, the bubble generator
needed both a means for making gas bubbles in the blood and a means for trapping them.

After reading the literature and talking to those who had experience in maklin
gas bubbles in blood, it was determined that a Fritted Cylinder type of gas dispersion tube
would provide a good source for bubbles of gas in the blood. When some capillary tubes are
placed around the inlet tube of the fritted cylinder, the gas bubbles in the blood would be
trapped in the capillary tubes and limit their diameter to that of the capillary tubes which
were 1. 1 to 1.2 mm inside diameter.

The gas dispersion tube and the capillary tubes were ordered and after they
were received, several positions of the capillary tubes relative to the fritted glass section
of the gas dispersion tube were tried. The position of the capillary tubes shown in Figure 14
was adopted since it produced the desired trapping of bubbles in the blood in the capillary
tubes. It was estimated by observation that around 40% of the bubbles in the capillary tubes
were sausage shaped, 40% were spherical, while 20% were incomplete bubbles with part of the
capillary tube completing the sausage or spherical shape. These shapes were very difficult to
observe in water but easy to see in blood.

Containers of oxygen and nitrogen were obtained and fitted with gauges to
measure pressure as well as to provide hose connections. The gas chosen, either oxygen or
nitrogen, was connected to the bubble generator by means of flexible tubing. The gas
dispersion tube with the capillary tubes attached was removed from the test tube and blood was
added to the test tube to a depth of 1.5 in. When the gas dispersion tube with the capillary
tubes was inserted into the test tube, the blood then covered the bottom 3 in. of the test
tube which meant that the blood reached over the top of the capillaries.
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With no gas flowing, the bubble generator with blood in it was inserted into
the RF detection coil of the NMR detection head. The hydrogen, free-induction type NMR signal
was obtained with the SwRI laboratory NMR spectrometer to check that adequate signal/noise
ratio was being obtained to permit NMR data to be taken from which the values of T and T
could be determined. To give the values of T, a single 90 pulse was used and the repetition
rate for the 90 pulse was varied so that the tithe between pulses varied fror values very short
compared to T to values three to five times longer than T . The peak amplitude of the free
induction decay' (FID) type of NMR signal was recorded for each value of repetition rate from
50 milliseconds to 8000 milliseconds. When the recorded peak FID amplitude were plotted on
semilog graphs, the value of T could be calculated from the slope of the straight line which
fitted the data points. The value of T was calculated as the pulse spacing required to
reduce the FID peak amplitude to 37% (the value of the exponential when E=T) of the peak
amplitude of the FID at a time equivalent to zero pulse spacing. This calculation was
accomplished by an analysis program in the HP- 1000 computer in Division 15 of SwRI.

The values of T were calculated from a measure of the peak amplitude of the
spin-echo which was obtained folowing a dual-pulse sequence of 90 and 180 pulses
separated by a time t. The peak of the echo occurs at 2t and the value of t was varied
from values small compared to T to values 2 to 3 times T. ' For most samples, 'the value of
t was varied from 10 milliseconds to 400 milliseconds. Wien the peak amplitude of the echo
was plotted as a function of 2t on a semilog graph, the value of T is the time when the
amplitude of the straight line fitting the data reaches 37% of the value of the straight line
at zero time.

C. Samples

Sources were sought for samples of whole blood, blood plasma, blood serum, and
synovlal fluid. Sources were found for whole blood, blood plasma, and blood serum but no
source was found for synovial fluid. It was decided to get whole blood samples since blood
plasma and blood serum could be obtained from whole blood. The whole blood samples could not
be obtained without heparin added. Therefore, there may be some effect on the relaxation time
of the water in the blood caused by the addition of heparin. In the citations from the
literature search on NMR measurements in blood, only one was found that discussed the effect
of heparin on the spin-lattice relaxation time T for the water in blood. In this reference1 2

it was stated; "Little difference in the T 'values of the packed erythrocytes (from
heparinized blood) and of the clot (from spun down nonheparinized blood).". No measurements
of T were reported in Reference 12, so the effect of heparin on the value of T in blood is
not known.

When experiments were to be made over several consecutive days, the samples of
blood used each day were returned to the plastic blood container and stored in the
refrigerator each night. In no case was a sample used for more than five consecutive days.

D. Procedure for Obtaining Data and Data Analysis

The hydrogen transient NMR spectrometer at SwRI, a shown in Figure 15, was used
to obtain the NMR data from the blood samples. The Bubble Generator in Figure 14 was inserted
into the radiofrequency (RF) detection coil which was mounted along with its tuning capacitor
between the poles of the magnet shown on the left side of Figure 15. As soon as the RF
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detection coil was tuned to resonance at the 27 MHz operating frequency, and the intensity of
the magnetic field was adjusted to the value for hydrogen resonance, then the NMR data could
be taken for each of the blood samples and conditions used.

The repetition rate method' was used to obtain the NMR data from which the
values of T were determined. A repeated 90' pulse was used and the peak value of the free
induction decay (FID) type NMR signal following the 90' pulse was recorded as a function of
the repetition rate which was varied so that the time between the 90" pulses Is changed from
values which are around 3T to values which are about 0. iT. The peak FID amplitudes
subtracted from the maximum peak FID amplitude are then plotted on semilog axes where the peak
FID amplitude is on the log axis (vertical) and the pulse separation time is on the linear
axis (horizontal). The semilog graph should be a straight line If there is only one
exponential involved. The semilog graph should be a curve if there are two or more
exponentials involved. For the data taken from the samples and for the conditions used, all
of the graphs from which the T values were calculated, were straight lines which gave one
value of T for each sample and each condition. Two examples of the semilog graphs of data.
from which the values ofT are calculated, are shown in Figures 16a and 16b. The calculation
of T begins by fitting a stralght line to the graphed data. The value of T is the point on
the titted straight line where the amplitude is l/e = 0.3679 times the intercept value A for
each straight line. In this case. e is the base of a natural logarithm 2.71828. This point
Is shown by the dashed lines in Figures 16a and 16b.

The graphed data from which the T values were calculated gave some straight
lines and some curves. Thus, for some samples there was one value of T and for other samples
there were two values of T : T and T . For the single line fit, the single value of T is
calculated in the same manner ais the single value of T. An example of the semilog grapl of
the NMR data having a single value of T is given in figure 17. Again the graphed data is
fitted by a single straight (solid) line.' The dashed lines in' Figure 17 identify the
coordinates of T.

1

An example of the semilog graph of a dual exponential curve from which two
values of T can be calculated is given by the data points In Figure 18a. The procedure forI

the deconvolution of the curve is first to fit with a solid straight line the data at the long
values of time (data points 9 through 15 in Figure 18a). The dashed lines in Fgure 18a
indicate the value of T to be equal to 1361 milliseconds, the longest of the two values.
The first straight line f~tled to data points 9 through 15 is then subtracted from the curve
represented by the data points 1 through 15. The results of the subtraction is given by the
data points I through 9 graphed in Figure 18b. When the second straight line is fitted to the
subtracted values for data points 1 through 9, the value of T , the shortest value, can be
determined at the 36.79 percent point as indicated by the dotteA line in Figure 18b to be T
= 459 milliseconds. "

Division 15 of the Southwest Research Institute has the analysis process
described above as a program in their HP-1000 computer. The program uses a menu system
whereby the operator enters the data from a disc used to record the data as it was taken from
the SwRI/NMR Spectrometer by the computer (PDP 11/03) shown in Figure 15 in the middle of the
rack on the extreme right. After the data is entered, the analysis program presents a graph
on the CRT screen of the data set desired to be analyzed. The menu then asks which points
should be fitted by the first straight line. The first fitted line is then drawn on the graph
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and the values of the confidence factor, the zero intercept value A and the values of T or T
for that fitted line are displayed on the screen. The analysis program then subtracts the'
first straight line from the data points and presents a graph on the screen if the difference
or remainder is significant. For significant differences the menu again asks which points are
to be fitted by the second straight line. The menu will keep on with this process until the
last subtraction gives an insignificant difference. The analysis then displays on the last
significant graph, the confidence factor, the zero-intercept value and the relaxation time for
each straight line needed to completely deconvolute the graph of the data.

One set of experiments were made with the blood bubbled with oxygen, bubbled
with air, bubbled with nitrogen, and vacuum degassed. At first, the blood was bubbled in the
Bubble Generator when it was outside of the NMR detection head. The Bubble Generator with the
gas bubbles and the blood in the capillary tubes was placed into the NMR detection coil, the
NMR data was taken, and the values T .T , and T were determined as described above. In
these first measurements, there was lAtle 'mnovemeit of the bubbles or of the blood in the
Bubble Generator while the NMRmeasurements were made. About one hour was required to obtain
and check all of the NMR measurements. One to one and one-half hours were required to clean
the Bubble Generator, after one series of NMR measurements were made on one sample with one
type of gas bubbles. Then, a second sample of blood could be placed in the Bubble Generator
and bubbled with another gas. Considering the times for cleaning, changing blood samples
producing the gas bubbles, and obtainng the NMR data, three to four hours were required for
each sample so that on most days 2 samples could be measured. Once in a while three could be
completed. The blood samples were obtained from blood banks. One pint of blood could be used
for several days when the blood was stored in a refrigerator.

The main experimental objective of the proposed program was to perform the NMR
measurements on oxygenated blood, nitrogenated blood. degassed blood, and blood loaded with
expired air. The color of the blood was used to determined when the blood was oxygenated (red
color) and when it was deoxygenated (black-red color). There are other measurements which we
would like to have: Ph, CO , percent oxyhemoglobin, etc. However, the available funds would
not permit these measurements, especially since the time to perform one series of NMR
measurements on one sample was three to four hours as described above.

The second experimental objective is to test the effect of the flow of the gas
bubbles on the NMR data. In the literature on the NMR measurements of flow it is stated
that the line width of the NMR absorption curve increases with the flow rate, that is Am = kq,
where k is the constant and q is the flow rate. This means that since the spin-spin
relaxation time is equal to 2/Ao, that is T = 2/Ao. and since Ao = kq, then T = 2/kq and T

. 21 IS 2 2decreases as the flow rate increases. It is also stated' s that the value of T is also
inversely proportional to the flow rate. Thus for a flowing liquid, both T and "I should
decrease as the flow rate increases. No one has written in the literature about the effect on
T and T of the flow rate of gas bubbles in a liquid where there is an interaction between
the gas and the liquid which also may change the relaxation times T and T of the liquid.
There was also nothing found in the literature about the effect of the'flow oboth the fluid
and the bubbles, where each may be moving at different rates and in different directions.
While an exhaustive study of the effect of the flow of bubbles and blood was beyond the scope
of the proposed program, it was possible on a few samples to determine the differences in T
and T from blood with fixed bubbles and blood with moving bubbles. Therefore, a few

2
measurements were made both with fixed bubbles and with moving bubbles.
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E. Results

Most of the NMR measurements were made on blood samples under different
conditions. Two NMR measurements were made on distilled water, one where the water was
degassed and one where the water was filled with oxygen. L\vo NMR measurements were made with
blood plasma: one degassed and one with oxygen. Four of the measurements were made with fresh
blood from a volunteer. The listing of the values of T . T and T iF > T ) for the
samples and conditions used are given in Table I. In the Ast. soAne of th blood samples were
bubbled with oxygen and with nitrogen, while some were tonometered (placed under gas pressure)
with oxygen and nitrogen. Also in the list, some measurements were made only to obtain the
value of T in order to reduce the measurements time so as to limit any changes with time in
the blood samples I through 4 and 24 through 26 listed in Table I.

It can be observed in Table I that all of the samples had only one value for
the spin-spin relaxation time T . The mean value for all the T values is 180.71 milliseconds2

with a standard deviation of 57.t6 milliseconds which is 32 percent of the mean.

Most of the samples gave dual values for the spin-lattice relaxation times (T
and T , where T > T ). Samples 5. 11, 17, 18, 21, 22, 27, and 28, all had recorded ont'

12 12 1
the longest values of the spin-lattice relaxation time T . No T or T values were
obtained for samples 1, 2 3, 4, 24, 25. and 26 because the NIR data from n which they could be
determined was not taken in order to reduce the measurement time and the change in the sample
over the measurement period. The mean of the T Ilonger) values measured is 1242
milliseconds with a standard deviation of 480 mlflisecons which is 38.6 percent of the mean.
The mean of the T (shorter) values is 358 milliseconds with a standard deviation of 79
milliseconds which is 22 percent of the mean. The mean of T was obtained from 21 values
while the mean of T was determined from 13 values. T anA2T values from the two water
samples (27 and 28f"were not included. It should also be observ e'd from Table I that both of
the spin-lattice relaxation times (T and T ) for each of the blood samples are longer than
the value of T. A comparison of The relative values (T and T compared to T ) with the
graph In Flgure 3 will indicate that: (1) there are two bAding Sttes for water in2 blood, (2)
the binding in each of the two states is relatively strong compared to that of distilled water
(No. 28 in Table I), (3) all of the water in whole blood is bonded; none of the water is
free, and (4) the water in the degassed plasma has only one value of the spin-lattice
relaxation time (T ) which is similar to the longest value T for whole blood. It should
also be noticed that the value of T for the plasma of 385 milli conds is more than twice the
mean value of 180.71 milliseconds for T in blood.

2

Two measurements are shown in Table I of the T and T values for degassed
distilled water and distilled water with oxygen bubbles. In both? cases, 'he values of T and
T are equal as would be expected from the graph in Figure 3. From the graph in Figure 4, it
Is2 expected that the values of T and T would decrease as the oxygen concentration
increased. The values for T ancd2T in 'able I for the two samples of water, with and
without dissolved oxygen, are2smaller 'or the water with oxygen (1050 milliseconds) than for
the water without oxygen (2400 milliseconds). It should be noted that the measurement
frequency for the data graphed in Figure 4 is 6 MHz, while the measurement frequency for the
data in Table I is 27 MHz. The values of T increase as the measurement frequency increases
as shown by the graph in Figure 3. The datal in reference 7 were taken at 6 MHz and the values
for T are given in Table II.
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TABLE I

Values of T, T , and T for All Sampies
2 II 12

Sample Condition T (ms) [m(s) " (ms)
I Oxygenated blood (artery) 115 ....
2 Nitrogen-filled blood 70 --
3 Blood from vein 76 --
4 Blood with oxygen bubbles 103 .--
5 Degassed plasma 385 -- 1432
6 Blood bubbled with air 160 376 1511
7 Blood bubbled with oxygen 148 309 1420
8 blood bubbled with nitrogen 116 412 1515
9 Blood bubbled with expired air 152 429 1766
10 Blood tonometered with nitrogen 144 419 1002
11 Blood tonometered with oxygen 201 -- 874
12 Blood tonometered with air 193 427 962
13 Blood bubbled with expired air 180 330 971
14 Blood bubbled with room air 151 231 942
15 Blood bubbled with oxygen 132 181 839
16 Blood bubbled with nitrogen 173 372 1049
17 Oxygenated blood, flowing bubbles 269 -- 1229
18 Deoxygenated blood 233 -- 1163
19 Nitrogen bubbled blood 133 396 1275
20 Vacuum degassed blood 155 459 1361
21 Oxygen bubbled blood 140 311 2873
22 Oxygen bubbled blood 154 -- 705
23 Oxygen bubbled blood -- 705
24 Nitroten tonometered blood 172 --
25 Oxygen tonometered blood 203 --
26 Vacuum degassed blood 202 --
27 Distilled water bubbled with oxygen 1050 -- 1050
28 Degassed distilled water 2400 -- 2400

Mean Value for Blood 180.71 358 1242
D Value for Blood 57.96 79 480
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TABLE II

Values of T for Blood (Ref. 7 and 1-5 of Table I)
I

(Ref. 7) T SwRI T T Values
SamDle (msec) '2 [msec) 2 at SwRI

Venous Blood 599 76 mean = 1187, o = 193
Arterial Blood 559 115 mean = 1024, a = 279
Deoxygenated Blood 1171 385 1432
Oxygenated Blood 1098 ....
Blood-Bank Blood 1744 -- mean = 1187, o = 193

No values for T were mentioned in Reference 2. In order to reduce the measurement time for
the samples sirilar to those in Reference 7, only the values of T were determined.
Therefore, in Table II. no values of T for these four samples are given.2 What is listed In
Table II are the mean values of the' longest spin-lattice relaxation time, T , for all the
blood samples for which the spin-lattice relaxation time values were measured. 12

The fresh blood from the volunteer was used to obtain the values of T from
four blood conditions: (1) as-received arterial blood, (2) blood with oxygen bubbles, (3) as-
received venous blood, and (4) blood with nitrogen bubbles. Only the NMR data needed to
determine the values of T was taken from the above four samples in order to reduce the
changes taking place n tAe blood with time. The four values of T were entered into the
graph in Figure 19 of T versus percent oxyhemoglobin using the fitted line from Figure 10.
No measurements of percent oxyhemoglobin were made on these four samples or any of the samples
because no sensor was available for this measurement on the samples in the NMR detection head
except for the change in color (red to dark blue or black). In Figure 19, the horizontal
lines represent the values of T for each condition. Where these lines cross the curve in

2Figure 19 should give the value percent oxyhemoglobin for the three conditions. The order of
the values of T in Figure 19 is the same as that anticipated from Figure 10 (Reference 12).
Arterial blood s2hould have a higher value of T than the blood with oxygen bubbles. The
venous blood should have the next lowest value o2fT while nitrogen bubbled blood should have
the lowest value of T. The hydrogen transient NMR 2measurements for these four conditions in
fresh blood should 1ge repeated for a statistically valid number of samples so that the mean,
standard deviation, and range can be determined. The data graphed in Figure 10 shows a small
range of T for each value of percent oxyhemoglobin but more measurements are needed. More2

NMR measurements also will need to be made coupled with a determination of percent
oxyhemoglobin while the sample is being measured in the NMR detection head for both stationary
and flowing gas bubbles. These measurements of T will also need to be repeated for both
stationary and flowing blood. They will also need to be repeated for fresh blood and for
Blood-Bank samples with heparin.

The results in Table I can be separated into five categories of non-flowing gas
conditions: (1) blood tonometered or bubbled with air, (2) blood tonometered or bubbled with
oxygen. (3) blood tonometered or bubbled with nitrogen. (4) blood bubbled with expired air,
and (5) vacuum degassed blood. The comparison of the values of T for blood in the five, non-

2



39

180 -fitted curve from fig 10

140 -

00 120 - (1) T2 FOR ARTERIAL BLOOD

lz (2 TZFOR. BLOOD WITH OXYGEN BUBBLES/
C
0 10000
a 80 -(3) VENOUS BLOOD T2

E 60 ( NITROGEN BUBBLED

40

20 -

0 I I I I I
0 20" 40 60 80 100

PERCENT OXYHEMOGLOBIN

FIGURE 19. THE T VALUES SHOWN ON THE GRAPH OF T2 VERSUS PERCENT

OXYHEMOGLOBIN FROM FIGURE 10 FOR FOUR CONDITIONS IN
THE FOUR FRESH BLOOD SAMPLES: (1) ARTERIAL BLOOD, (2)

ARTERIAL BLOOD WITH OXYGEN BUBBLES (NO FLOW), (3)

VENOUS BLOOD, AND (4) BLOOD WITH NITROGEN BUBBLES.
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flowing gas conditions are listed in Table III. In two conditions. toxygen tonometered or
bubbled and nitrogen tonometered or bubbled), the bubbles were allowed to flow. The
comparison of the T values for the two flowing-bubble conditions can be made from the data
listed in Table IV. the mean values of T for the live non-flowing conditions are graphed in
Figure 20. The mean values of the two flcwing conditions are also graphed in Figure 20. The
mean values of the two flowing conditions are also graphed in Figure 20. When the data in
Figure 20 is compared with that in Figure 19. it can be concluded that the two mean values of
T for the two gas conditions with flow are much longer than the mean values of T for the
five gas conditions without flow. It can also be concluded that the mean values of T 2 for the
five gas conditions in blood-bank blood without flow are larger than the T values from the
four gas conditions in Figure 19 when fresh blood was used. We have concluded that there was
some difference between the fresh blood and the blood from the blood bank. We have also
concluded that the flow of gas bubbles will have some influence to lengthen the value of T so
that some correction for the flow of gas bubbles may need to be made. Follow-on work should
contain measurements of the Ph and percent oxyhemoglobin for the blood in the NMR detection
coil as well as the elfects of Heparin on the blood relaxation times T . T , and T.

2 11 12

The last data to be collected were the relaxation times T and T of the
synovial fluid and the Magnetic Resonance Image (MRI) of the knee using the giemens lAagnetic
Resonance Imager in the Southwest Methodist Hospital. Time on the Siemens MRI unit was
unavailable except for an hour at 0700 on 30 September 1986. The SwRI project manager
volunteered the use of his own knee but the MRI equipment malfunctioned and the measurement
was reset for late in November 1986.

Attempts were made to obtain synovial fluid so that the values of T and T
could be determined for this fluid both with and without bubbles. But no source of'synoviad
fluid was found and it was decided to use the ability of the Siemens MRI unit to determine the
values of T and T for the synovial fluid In the knee at the same time that the Magnetic
Resonance image o? the knee was being made. The staff of the Radiology Department of the
Southwest Methodist Hospital were very eager to determine this relaxation time since it would
be the first time that this feature of the Siemens MRI had been used.

The four Magnetic Resonance Images of the knee. in Figures 21 and 22. were used
to obtain not only the images but also two values of T and T in the synovial fluid. There
are two images shown in each of Figures 21 and 22. In each of tlte two images in Figure 21 and
Figure 22, there is a small square under the Patella in the Bursa under Quadriceps femoris' 4

which is the synovial membrane. This synovial membrane of the knee joint is the largest and
most extensive in the body.

Each of the two pictures in Figures 21 and 22 is an image of a sagittal slice
through the knee. Each image is an image of the density of the hydrogen nuclei called a spin
density map. In Figure 2 la (top), the image has been T weighted so that the NMR signal from
the area defined by the square can be used to calculate the value of T . The image in Figure
21b (bottom) has been T weighted so that the NMR signal from the square can be used to
calculate the value of TL. Because of the above different weighting, the two images in
Figure 21 appear different. The same is true for the two magnetic resonance images in Figure
22. The values of T and T obtained from the synovial fluid in the bursa below the Patella
are given in Table V. For ?he two images in Figure 22, the variables Li, CO. and TR are
slightly different from those in Figure 21. It is planned in the follow-on work that the



TABLE III
'r Values for Blood in Five Non-Flowing Gas Conditions

T Values
Standard

Gas Condition Mean Deviation

(1) Oxygen tonometered
or bubbled 155 24

(2) Air tonometered or

air bubbled 168 18

(3) Expired air bubbled 166 14

(4) Nitrogen tonometered
or bubbled 148 22

(5) Vacuum degassed 155 --

TABLE IV
T Values for Blood in Two Flowing Gas Conditions

2

T Values
2 Standard

Gas Condition Mean Deviation

(1) Flowing oxygen
bubbled 251 18

(2) Flowing nitrogen
bubbled 202.5 0.5
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HERE o(a) MEASUREMENT

T2 WEIGHTED

. HERE(b) MEASUREMENT
" T1 WEIGHTED

Figure 21. Magnetic Resolarnce Image of the Knee (Sagital)
(a) The T2 weighted image is used to determine the value

of T2
(b) The T1 weighted image is used to determine the value

of T1 .

I
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MEASURED, 4(a) MEASUREMENT
A M L T2 WEIGHTED

mW

U U F -

T2

4 15(b) MEASUREMENT
T1 WEIGHTED

Figure 22. Magnetic Resonance Image of the Knee (Sagital) with dif-
ferent values of L, CO, and TR from those in Figure 21 and
at slightly different positions in the synovial membrane.
(a) The T2 weighted image is used to determine the value

of T2

(b) The T1 weighted image is used to determine the value
of T1 .
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values of T and T be determined in an in-vitro sample of synovial fluid with no oxygen
bubbles. wih bubbles of oxygen and with bubbles of nitrogen if a source of synovial fluid can
be found

TABLE V

Relaxation Time Values T and T in the Synovial Fluid
1 2

Figure No. T fms) T fms)
12

21 329 97

22 435 160
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VI. CONCLUSIONS AND RECOMMENDATIONS

A. Conclusions

The main objectives of the proposed program were successfully completed. The
objectives were to perform the NMR measurements on oxygenated blood, nitrogenated blood.
degassed blood, and blood loaded with expired air, and to obtain a magnetic resonance image
(MRI) of the knee. As can be concluded from Table I, NMR measurements were made on sixteen
samples of oxygenated blood. The oxygen was put into the blood in the form of non-flowing
oxygen bubbles, non-flowing air bubbles, flowing oxygen bubbles, oxygen under pressure
(tonometered), and non-flowing bubbles of expired air. NMR measurements were made on six
samples of blood with nitrogen in the form of non-flowing nitrogen bubbles, flowing nitrogen
bubbles, and nitrogen under pressure (tonometered). NMR measurements were.made on three
samples of degassed blood, on one sample of degassed plasma, one sample of degassed water, and
one sample of water with oxygen bubbles. One sample of oxygenated plasma was also measured
with the NMR equipment at SwRI but no data was obtained because of a malfunction. It could
not be repeated. The NMR measurements were made with the NMR equipment shown In Figure 15.
Modifications were made to the detection head to accept the bubble generator, slhown in Figure
14, which was constructed during the program.

It was concluded from the T and T measurements that there was only one value
of T for each of the blood samples measured while there were two values of T, (T , and

12
T 12)2 for each blood sample. There was only one value of T for the plasma and the'"vater
samples. From the information in References (10) and ( 1), it'was concluded .hat the values
of T (T and T ) were not related to the percent oxygenation, as much as the values of T

1 11 2were. in none of the references and in none of the Bibliography for NMR in Blood was there
any data on the relationship between T and percent oxygenation in blood. -ecause it was
chosen in this program to use only oxyge'nated blood (according to color), deozgenated blood
(according to color), and nitrogenated blood, but no measurements of blood oxygenation, graphs
of T versus percent oxyhemoglobin could not be made. The values of I- -for the various
contritions of each blood sample, however, could be compared to the graphs of- -versus percent
oxyhemoglobin given in References 10 and 11 and reproduced in Figure 10. The ?zst comparison
of the T values for arterial blood, blood with non-flowing oxygen bubbles, venous blood and
blood wth non-flowing nitrogen bubbles is given in Figure 19. The arterial blood has the
highest value of T which means it has the highest percent oxyhemoglobin value-of 81%. Blood
with oxygen bubbles has a value of T less than for arterial blood which means that the oxygen
bubbles in blood gave a lower percent oxyhemoglobin (74%) than arterial blood-f81%). Venous
blood gave a T value of around 76 milliseconds which gives a value of 60% oxyhemoglobin which
is much lower than the values for arterial blood and blood with oxygen bubbles. The lowest
value of T in Figure 19 Is 70 milliseconds for nitrogen-bubbled blood whtchzt equivalent to
55% oxyhemoglobin.

The graph in Figure 20 is for the mean values of blood with .46owing oxygen
bubbles, flowing nitrogen bubbles, and non-flowing bubbles in the blood o!f1ir, expired air
oxygen, and nitrogen. included in each category -are the values foi--the tonometered
conditions. These values, shown as dotted lines, lead to the conclusion that the T values
for the blood with flowing bubbles are much longer than for the condition of no-flow. This
means that for in vivo measurements it will be necessary to process the NMR signal so that not
only the value of T is determined, but also the blood and bubble flow rates are measured so

2
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that the T measurements can be corrected for the 11ow Of the bubbles to obtain a no-flow
value for er from which an accurate value of percent oxyhernoglobin can be determincd. SwRI
has several years of expenence Drocessing NMR signals from flowing Pca, where the flow rate
for the coal can be determined but at the same time, the total hydrogen signal from the
hydrogen can be deconvoluted into the water m the coal and the volatile components of the
coal.

The graph in Figure 20 should also have a dotted line for a Ififth gas condition
- that of degassed blood at T = 155 milliseconds. This dotted line was not shown for
clarity. 2

The last data to be collected Is shown in Figures 2 and 22. The bursa which
contains the synovial flr'-d is very evident in the four sagittal NMR images. The arrows are
pointing to the squares which define the area in which the values of T and T are determined
and are printed in the data column along the left of each image. TAe proctdure used only
gives the longest value of T and T. The NMR imager cannot calculate multiple values. The
values of T and T for the 'synovi fluid are listed in Table V and the magnitudes of T and
T , with T > T indicate that the synovial fluid is quite viscuous.

2 1 2

In summary then, the following has been concluded.

1. All of the proposed NMR measurements were completed.

2. In blood there is only one value of T, but two values of T (T and
2T ).ln blood plasma, there Is only one value of T and one'value for

T1
2

3. The two values of T (T and T ) do not appear to vary with percent
oxyhemoglobin while 'the 'value of f does a shown by the graphs in Figures
10, 19, and 20. 2

4. When the bubbles in the blood are flowing, the value of T increased
significantly over the value of T without bubble flow at the same2

percent oxyhemoglobin. This means that the NMR signal should be
processed to determine blood flow rate and bubble flow rate so that the
values of T can be corrected to the zero flow values in Figure 10.

2

5. The evidence to date gives one value for T and one value for T in
synovial fluid In vivo, 1 2

6. The MRI images of the knee (sagittal) showed very clearly the sacs
containing the synovial fluid and it is concluded that an NMR device
could be made to measure the values of T and T in vivo in the synovial
fluid. 1 2

7. The NMR measurements in the blood samples indicate that the values of T
are significantly different for oxygenated blood without oxygen bubbles
and for oxygenated blood with oxygen bubbles.
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8. The NMR measurements from the blood sample indicate that the value of T
for venous blood, for nitrogenated blood and for blood with nitrogen
bubbles are all significantly lower than the values of T for oxygenated
blood both with an without bubbles.

From the above conclusions it can be finally stated that NMR measurements can
indicate the presence of nitrogen and oxygen bubbles in the blood in high concentrations when
the bubbles are fixed or flowing. The results also indicate that further NMR measurements
should be made on blood samples with better control of the basic characteristics of blood such
as Ph, water concentration, and plasma concentration. It will also be necessary to measure
the percent oxyhemoglobin by other clinical methods so that graphs of T versus percent2

oxyhemoglobin can be obtained for all of the conditions of gas concentration and gas flow.
The following paragraphs -,ill describe briefly the recommended follow-on program.

B. Recommendations

From the results from this program it has been concluded that an NMR
measurement of the value of T in blood can be used to indicate the presence of stationary and
flowing bubbles of nitrogen and oxygen in the blood. No NMR measurements except the NMR
images could be made in synovial fluids because a source for this body fluid was not found
during the program. It was found that there were significant differences in the values of
T, T , and T for different samples of blood obtained from different blood sources.

int 
12

Terelare, in the fcfilow-on program it will be necessary to measure and carefully control the
basic characteristics of the blood samples when they are received and while they are being
measured in the NMR spectrometer. It will also be helpful to determine the effect of heparln
on the values of T , T , and T and the basic blood characteristics. Southwest Research
now has the facllitls t'o deterrmne the basic blood characteristics as well as the percent
oxyhemoglobin. These facilities were not available during the program. It will also be
necessary to determine the percent oxyhemoglobin in the blood sample while it is in the NMR
detection coil.

It is recommended that the following tasks be accomplished during the follow-on
program.

I. Redesign and reconstruct the bubble generator and the NMR detection head
so that not only the NMR measurements but also determinations of the
percent oxyhemoglobin, Ph and other basic blood characteristics can be
made.

2. Determine the effects on T , T , and T of the treatments such as the
addition of heparin given to blolod used ?n sources such as blood banks
relative to freshly drawn blood so that more useful blood samples can be
obtained.

3. Make the NMR measurements of T , T , and T using the modified NMR
detection head as described in I alzove, using the samples described in 2
above, for the conditions of oxygen bubbles, nitrogen bubbles, air
bubbles, and expired-ai bubbles, both with and without a flowing of the
bubbles. Not only the NMR determinations but also measurements of the
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basic blood characteristics and the flow rate of the bubbles should be
made simultaneously. Wheni the results from the above three tasks have
produced graphs of T , T , and T, as a function of percent hemoglobin
for all of the conditions 01 oxygen, nitrogen, and air bubbles (from air
and expired air), the follow-on program can proceed to in vivo
determinations.

4. To make In vivo measurements in blood, synovial fluid and tissue, a new
NMR detection head must be designed and constructed along the lines of
the drawings in Figures 6, 7, 8. 11, 12, and 13. When these
modifications are designed and added to the SwRI laboratory NMR
equipment, then in vivo blood measurements can be made on either animals
or human volunteers. The best and most available models will be chosen
during a meeting between the sponsor and the SwRI program personnel.

5. Using the modified SwRI NMR spectrometer, measurements of*T . T . and
T will be made in vivo on the blood in the veins and arterles, I the
synovial fluids in the joints and in the tissues of the specimens
chosen. It is considered that there may be several additional
modifications to the NMR equipment which will be found necessary during
the NMR measurements which will cause several repetitions of the
measurement-modify-measurement cycle until the equipment and
methodology are finalized.

6. The data and analysis resulting from the above tasks will permit a
preliminary design of the hydrogen transient NM equipment and
methodology which can be used to measure the onset of decompression
bubbles. The results from Tasks through 5 above will also permit a
close estimate of the cost o the detailed design, construction, and test
of the equipment for the in-vivo detection of decompression bubbles.
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